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We have developed a novel data acquisition system for measuring tracking parameters of a silicon detector in a 
particle beam. The system is based on a commercial Analog-to-Digital VME module and a PC Linux based Data 
Acquisition System. This DAQ is realized with CH — h code using object-oriented techniques. Track parameters 
for the beam particles were reconstructed using off-line analysis code and automatic detector position alignment 
algorithm. 

The new DAQ was used to test novel Czochralski type silicon detectors. The important silicon detector param- 
eters, including signal size distributions and signal to noise distributions, were successfully extracted from the 
detector under study. The efficiency of the detector was measured to be 95 %, the resolution about 10 lira, and 
the signal to noise ratio about 10. 



1. INTRODUCTION 

In order to cope with the challenging LHC-like run- 
ning environment of high event rates, high number 
of channels, limited processing time and limited stor- 
ing capability, the Data Acquisition System (DAQ) 
of the Helsinki Silicon Beam Telescope (SiBT) [J 
was rebuilt. The SiBT device is operated by Helsinki 
Institute of Physics at the CERN H2 beam line. It 
is used to measure tracks of incoming particles with 
high resolution to offer reference tracks to the CERN 
CMS subdetector systems for testing their detectors 
at the H2 beam. The SiBT is based on position sensi- 
tive silicon detectors attached to appropriate readout 
electronics and DAQ. [3,3 



2. EXPERIMENTAL SETUP 
2.1. Silicon strip detectors 

Fig. [J shows the schematical layout of the SiBT 
setup. The SiBT apparatus consists of eight single- 
sided silicon microstrip detector planes. The detec- 
tors with 1024 p+ strips are processed on n-type Float 
Zone silicon wafers that are 300 /im thick. The width 
of the strips is 14 /im and pitch 55 /im giving a total 
detector area of 5.6 x 5.6 cm 2 [jj. Each silicon detec- 
tor is glued and bonded on a hybrid containing 8 VA1 
readout chips. 

The eight detectors are installed as four pairs or- 
thogonal to the beam axis. Every pair consists of one 
detector with strips positioned horizontally and an- 
other with strips positioned vertically. The aluminum 
housings, which enclose the detector hybrids, are at- 
tached on aluminum forks that are mounted on an 
optical precision bench consisting of a 492 mm long 
brass rail sitting on top of a granite block. 

During the summer 2002 tests, a muon beam of the 
energy of 225 GeV was used to study the performance 



of the SiBT and a new Czochralski type silicon detec- 
tor. 



2.2. Front-end electronics 

Each silicon detector has a separate front-end elec- 
tronics unit consisting of 8 daisy-chained VAl readout 
chips and a repeater card. Each VAl chip has 128 
identical channels with a charge sensitive amplifier, a 
shaper and a track-and-hold circuitry in each. The 
output of each detector is multiplexed and activated 
by the output shift register using a clock signal of 6 
MHz. 

The readout chips of a hybrid are controlled from 
the counting room. The controls cable has a 50-pin 
flat cable connector that is connected to the protective 
housing to a repeater card mounted on an additional 
rail next to the detector housings. Each repeater card 
contains four voltage regulators to supply the readout 
chips and a high-speed differential I/O amplifier to 
buffer and amplify the balanced analog output signal. 
Line receivers and analog and digital circuits control 
the readout electronics and set the necessary working 
parameters for both the detector and the VAl chips. 
In addition, the repeater card has an efficient pro- 
tection circuit against breakdown damage in latch-up 
conditions. All supply voltages are cut off sharply, if 
one of the input power lines fail to work. 

2.3. Triggering 

Mounted before the first and after the last detec- 
tor are two standard plastic scintillators attached to 
photomultiplier tubes that are shielded against a mag- 
netic field of up to 1 T. The photomultiplier signals 
are shaped and put through a coincidence unit in the 
counting room and the resulting trigger signal is sent 
back to the repeater cards to activate the readout 
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Figure 1: Schematical layout of the SiBT experiment. 



modules. The trigger signal starts the readout se- 
quence simultaneously on each of the eight repeater 
cards. 

Analog delay is added to the trigger signal to 
achieve optimum charge collection time in the detec- 
tors. The triggering system is protected against events 
that are very close to each other by vetoing any ad- 
ditional trigger signals that should occur while the 
repeater cards are busy reading the last event. The 
dead time for reading one event using a 6 MHz clock 
on the repeater cards and taking into account cable 
delays is 172 lis. 



3. DATA ACQUISITION SYSTEM 
3.1. Digitization 

The readout of the detectors is controlled from 
the counting room using standard commercially avail- 
able VME-based technology. A commercial 8-channel 
VME ADC card SIS3300 with 12-bit resolution is 
used to digitize the analog signals from the repeater 
cards. The eight repeater cards are connected through 
equally long coaxial cables to the ADC. A ninth cable 
is used to send the clock pulse of one of the repeater 
cards to the ADC to trigger the sampling. 

The ADC samples simultaneously all the eight 
channels. It is operated in asynchronous clock mode, 
in which the 6 MHz clock pulse of the repeater cards 
activates the taking of one sample simultaneously 
from all channels at the 100 MHz internal clock rate. 
Each channel has an independent ADC circuit and 
the data of each channel pair is combined as one 32- 
bit word and pushed via pipeline into a 128 ksample 
SDRAM memory bank. The ADC can thus store 128 
events containing data of the 1024 channels of a single 
detector. 

There are two equal size memory banks on the ADC 
for each channel pair to allow operation in circular 
buffer mode. In circular buffer mode the active bank 
is automatically switched to the empty bank once the 



active bank has become full and data taking can re- 
sume without any delay and thus no additional dead 
time is caused. 

The ADC provides automatically a time stamp for 
each event with respect to the first event in the bank 
with a time resolution of its internal clock. The blocks 
of 128 events are thus internally synchronized with 
high precision and therefore, to achieve overall syn- 
chronization of the events, only the first event of the 
block needs to be synchronized with the accelerator 
time frame. 

3.2. Timing 

The DAQ is equipped with time stamping capabili- 
ties to ensure the synchronizability of the events with 
other experiments using the same testbeam facility. 
A fast commercial VME scaler unit is used to pro- 
vide time stamps for the first event in the ADC bank. 
The 100 MHz internal clock of the ADC is used to 
provide the count, which is synchronized to the accel- 
erator hardware by resetting the count at one second 
before the spill starts. In the future it is planned to 
use a custom-built multi-DAQ card specially designed 
for high accuracy and reliable event timing. 

3.3. VME-PCI interface 

The VME crate is controlled with a commercial 
VME-PCI interface card SIS3100. It uses a Gigabit 
Optical Link (GOL) to transmit data via an optical 
fiber between the DAQ PC and the VME crate. The 
interface is also equipped with 512 MB of SDRAM 
and a programmable SHARC circuit, which could be 
used to process the signals. The optical link has, how- 
ever, proven to be sufficiently fast at the current DAQ 
speeds for pushing the data directly from the VME- 
bus into the memory of the DAQ-PC without storing 
it to the memory of the interface card. 

The interface card also includes three digital input 
and output channels, which are used to give informa- 
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tion for the DAQ PC about the phase of the acceler- 
ator. 



4. DAQ SOFTWARE 

Because the accelerator cycle consists of a spill pe- 
riod, during which particles are extracted to the test 
beam area, and an idle period, during which new par- 
ticles are accelerated and other beams are served, it is 
logical to divide the DAQ operation into two operation 
cycles. When particles are passing through the detec- 
tor and thus producing data during spill cycle, the 
DAQ is concentrating only on reading the new data 
in order to maximize the number of events that are 
read. This raw event data is further processed and 
stored on a hard drive during the idle period while 
waiting for new data. 

The key challenge that the structure of the DAQ 
software faces is the fact that large amounts of data 
have to be read and processed reliably in real time. 
Usually, the amount of data that needs to be trans- 
ferred to a PC is reduced by using pipelined pro- 
grammable circuits inside the VME crate. Because 
no fast enough commercial modules were available, a 
custom built VME card or a large number of costly 
ADC modules would have been needed. The COL 
of the VME-PCI interface was found to have a high 
enough data transfer rate to allow the transfer of all 
the raw data to the memory of the PC with minimal 
performance losses. This way the data processing is 
more reliable as the whole process can be monitored 
on the PC and the physics cuts on the data may be 
altered in real time. 



4.1. Software architecture 

The DAQ software is realized using C++ object 
orientated techniques on a PC equipped with a 1200 
MHz AMD Athlon processor and running CERN Red- 
Hat Linux 7.1. The UML diagram of the software is 
shown in Fig. [21 The raw data is stored as a vec- 
tor of DAQEvent Train objects each containing four 
128K long arrays of 32-bit unsigned integers and 128 
32-bit time stamps thus providing storage for a total 
of 128 events. Each DAQEvent Train object further 
contains a vector of 128 DAQRawEvent objects. The 
DAQRawEvent objects contain pointers to the data 
that is in the DAQEventTrain object and the data 
can thus be accessed from both the DAQEventTrain 
and DAQRawEvent objects. 

The pedestal and noise calibration data for the 
individual detector channels are stored into the 
DAQStripData object and accessed directly from the 
events during processing. The detector channels are 
labeled dead or noisy if the noise level is outside cer- 



tain user-defined thresholds and the user may also de- 
liberately mark known channels to be ignored. 

The DAQStatistics object contains information on 
how the selection process is working, what percentage 
of channels is passing through each selection level and 
what are the efficiencies for having at least one hit 
on a detector plane per event. More detailed infor- 
mation about the quality of data and the behavior of 
the detector planes is stored into the DAQHistogram 
object, which is an interface to the Histo-Scope his- 
togramming package. The histograms may be viewed 
online, but it does significantly slow down the DAQ 
operation. 

Data concerning the operation and status of the 
DAQ are stored into DAQRunControl and DAQS- 
tatusWord objects. The memory space of the VME 
crate is accessed via a C-based driver that is controlled 
through the DAQVMEInterface object. 

In order to retain real time operation, the memory 
of the whole data structure is dynamically allocated 
from the memory of the PC as the software is started. 
Thus no time consuming memory allocation needs to 
be conducted during the operation of the software. 
The drawback is that large amounts of memory are 
required, as a spill cycle length of 4.8 seconds requires 
about 360 MB of memory for the raw data. 



4.2. Reading data from hardware 

Once the accelerator hardware provides a pre-spill 
signal one second before the spill starts, the software 
prepares to start reading the data and arms the hard- 
ware. Once the spill is on, the software keeps checking, 
whether an ADC bank has been filled with data. If an 
ADC bank is full, the software reads the sample data, 
which has been stored into four memory banks, each 
containing the data of two channels. 

Fig. |3 shows the flow of the reading sequence. The 
data is read to the actual DAQEventTrain object in 
four blocks of 128 ksamples of 32-bit data via the 
VME-PCI interface using 2eVME cycles. Previous 
data is overwritten. Additionally, the ADC-internal 
time stamp register of the events is read. The speed 
of the reading process is optimized by minimizing the 
number of blocks to be read, since in this way the 
number of time-costly interrupts on the VME bus can 
be minimized. 

Once the reading of the blocks is complete, the bank 
full flag of the ADC is cleared and the software waits 
for the first event to arrive in order to catch its time 
stamp. The reading sequence repeats this pattern un- 
til the spill is over. To maximize the number of events 
that can be read, the software does not answer any 
user commands during the reading sequence. 
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Figure 2: UML-diagram of the DAQ software. 
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Figure 3: Flow diagram of the reading and data processing sequence of the DAQ software. 



4.3. Data processing 

The data structure of the software allows the data to 
be accessed either on a single event basis or as blocks 
of 128 events. This is crucial for the performance of 
the software, because this structure allows the soft- 
ware optimization of both reading and processing the 
data. The reading of the data is at its fastest, if the 
data can be read in as large blocks as possible from the 
VME-bus thus minimizing the number of time con- 
suming VME interrupts. On the other hand, if the 
events can be accessed on a single event basis dur- 
ing processing, several if-clauses are rendered obsolete 
and valuable processing time is saved. 

In order to process the data efficiently without com- 
promising the physical performance, three different se- 
lection levels are imposed on the data. On the aver- 
age, 99.6 % of the raw data is just electronical noise, 
which has to be filtered out of the data of maximally 



1.9 • 10 8 samples (360 MB) during 10.9 seconds. In 
order to complete this task, three selection levels are 
imposed on the data. 

For each strip i of each detector a long term average 
pedestal P is modeled using an IIR filter described by 



pn 



1 



m 



1 + -Rl, 
m 



(1) 



where m = 64, R the raw data value and n is the cur- 
rent event. Additionally, the noise N of each strip ap- 
proximating the standard deviation is calculated with 



m 



1 



NJ' 



m 



TO' * 



P U \ 



(2) 



where m = 32. 

In the first selection level, the raw data value is 
compared to its corresponding old pedestal value 



R-P>0. 



(3) 
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If this criterion isn't matched, the strip is discarded. 
With this simple and fast rejection 50 % of the noise 
is rejected. Only if the criterion is passed, the new 
pedestal and noise values are calculated for the strip. 
This method can be safely used, because the noise dis- 
tribution of the pulse height spectrum is symmetrical 
around zero. 

The second selection level enhances the first selec- 
tion level by demanding, that a certain constant level 
of pedestal kp individually specifiable for each detec- 
tor plane is exceeded 



R-P>k P . 



(4) 



This criterion can be used to reject a further 80-90 % 
of the remaining noise and thus additional processing 
time is saved before a more elaborate and exact cut is 
made on the data. 

Once the second selection level has been passed, the 
signal S is calculated by subtracting the noise and 
pedestal from the raw data: 



S = R-P-N 
The third selection level is defined as 

S> {N + k Nl )-k N2 , 



(5) 



(6) 



where k^ 1 is a small constant set to avoid dead strips 
and fcjv 2 is usually set to 4.5 in order to make approx- 
imately a 4.5 a cut on the signal. 

If the third selection level is passed, the actual strip 
and its neighboring left and right strips are selected 
to make a cluster and they are saved with all their 
data values to disk. The events are attached with 
header information describing the run, spill and event 
numbers as well as the time stamp to allow offline 
synchronization with data of other experiments. The 
size of saved data during one spill cycle amounts on 
the average to 6.5 MB for 22800 events including the 
event header information. The flow of the processing 
sequence is shown in Fig. [3] 

4.4. User interface 

The DAQ software is operated via a graphical user 
interface (GUI) that has been created with C++ us- 
ing the Qt package . The GUI has direct access via 
pointers to all the objects of the DAQ software and 
thus it doesn't need any additional objects to propa- 
gate the data. The GUI is updated and its requests are 
executed only when the program is not busy. There- 
fore, during the reading and processing periods, the 
GUI is neither updated nor responding to user actions 
in order to provide the maximum amount of CPU re- 
sources to the more important tasks. User actions 
are executed in the idle time after the processing has 
been finished and while the DAQ is waiting for the 
next spill. 
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Figure 4: Pedestal distribution for the individual 
channels of the Cz-detector calculated with Eq.0 The 
discrete jumps at the edge of each 128 channels are 
caused by different levels in the readout chips. 
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Figure 5: Pulse height distribution of Cz-detector. The 
light gray color shows the pulse height distribution for 
the data that has passed through selection level of Eq. |1| 
with a small kp. The darker shades of gray show the 
distribution of the pulses for data that has been 
reconstructed to belong to tracks. 



The user may conveniently define data collection 
and processing parameters through the GUI as well as 
monitor the performance of the separate detectors and 
individual detector channels. A light histogram pack- 
age Histo-Scope is integrated into the GUI to allow 
monitoring of the detector hardware and data quality. 
The histogrammer is however intended for slow data 
taking, as it will considerably slow down the process- 
ing. 
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5. RESULTS OF CZOCHRALSKI SETUP 

The modeling of the detector channel properties 
with a fast algorithm is essential, because the chan- 
nels have to be continuously calibrated. Fig. 21 shows 
that the pedestal modeling is functioning well for the 
detector channels. It is noticeable that there are dis- 
crete transitions after every 128 nels, because of the 
different noise levels in the VA1 amplifier chips on the 
detectors. 

The noise filtering was found to work excellently 
using the three-step selection levels. Fig. [S] shows the 
pulse height distribution recorded for the Cz-detector. 
It displays in arbitrary units how the signal (dark gray 
tones) is cleanly extracted using the cut of the selec- 
tion levels and the offline track fitting parameters from 
the total data (light gray). Most of the noise is already 
cut away before the figure and thus the noise doesn't 
peak around zero ADC counts and the difference be- 
tween 6 and 7 hits is accounted for one faulty detector 
while one detector was completely taken away from 
the setup. The plot shows that it is possible to use a 
fast algorithm based on selection levels even at high 
event rates without compromising with the physical 
content of the data. 

To test the highest sustainable event rate with the 
current combination of hardware and software, a se- 
quential trigger was fed to the system. The average 
event rate that the DAQ was able to cope with was 
measured to be 4.74 ± 0.01 kHz. 

The novel Czochralski type silicon detector was 
tested using the new DAQ by replacing one of the 
older detectors with the Cz-module. The efficiency of 
the detector was measured to be 95 %, the resolution 
about 10 /um, and the signal to noise ratio about 10. 

6. CONCLUSIONS 

The results show that it is possible to construct an 
efficient and accurate Data Acquisition System for a 



challenging LHC-like environment of high event rates, 
high number of channels, limited processing time and 
limited storage capability. It has been shown that it is 
possible to build and successfully operate a DAQ sys- 
tem fulfilling these criteria using the CH — I- program- 
ming language and object orientated techniques on a 
Linux platform by using sophisticated yet fast selec- 
tion techniques and optimization based on software 
architecture. 
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